Multiwell cap assay: a simple objective method for the assessment of leukocyte locomotion in vitro.
A simple method for evaluating leukocyte locomotion in vitro has been developed and validated for several chemoattractants. The multiwell cap assay (MWCA) comprises chambers constructed from readily available disposable plastics and is quickly assembled, permitting large experimental protocols. Leukocytes which have migrated through a micropore filter are recovered and counted electronically yielding a precise, objective result. Coefficients of variation are approximately 6%.